
•	 Tie the two O-rings up, using the provided cable strap. (see picture 1)

•	 Attach the level sensor to the secondary condenser flask using the 

prepared O-rings. (see picture 2)	

(The cross on the level sensor has to point towards the inside 

of the flask!) 
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Mounting the level sensor  
to the secondary condenser

Picture 1: Tying up the two O-rings 

Picture 2: Attaching the level sensor to the flask
11

59
35

36
 e

n 
04

12
 /

 T
ec

hn
ic

al
 D

at
a 

su
bj

ec
t t

o 
al

te
ra

tio
ns

 /
 Q

ua
lit

y 
S

ys
te

m
 IS

O
 9

00
1


