
 

Assembly Instruction  

SyncorePlus Analyst Rack R - 24 (11079940)  

1. Rod Installation  

Attach the two rod s  (047739)  to the SyncorePlus  Analyst R - 24  using the hex nut s  M8 

(010548) . 

Ensure that the rod s  are  correctly positioned and securely fastened with the hex nut before 

operating the equipment. Tighten the connection firmly to prevent loosening during use.  

 

 

 

2.  References  

Operation Manual of SyncorePlus  
 

 

 

Rod (04 7739)  

Hex nut M8 ( 010548)  
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